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Heme proteins, such as hemoglobins and cytochromes, play important roles in various biological
processes. Here we employ the two-photon excited photothermal effect as a contrast mechanism to
map heme proteins distribution. Particularly, both a thermal lens scheme and a high-frequency
modulation are utilized to enhance the signal-to-noise ratio. We demonstrate label-free imaging of
individual red blood cells, subcellular distribution of cytochromes in live mammalian cells, and the
microvascular networks in mouse ear tissue and in a zebrafish gill. © 2010 American Institute of
Physics.
doi:10.1063/1.3308485
Heme proteins, such as hemoglobins and cytochromes,
are important biological chromophores in almost all living
organisms, as they participate in crucial processes such as
electron and oxygen transport and apoptosis. To be able to
image the distribution of heme proteins with high sensitivity
could greatly facilitate biomedical studies such as tumor an-
giogenesis and apoptosis signaling.1,2 In particular, medical
applications such as vascular imaging require three-
dimensional 3D high spatial resolution down to single cap-
illaries and image contrast generated by endogenous means
would be preferable to exogenous contrast agents. However,
although heme proteins strongly absorb visible light in their
Soret and Q bands, they exhibit extremely weak fluorescence
quantum yields 10−5.3,4 Hence, developing a label-free
nonfluorescence optical imaging technique to visualize these
chromophores in their natural physiological environment is
both a rewarding and a challenging endeavor.
Here, we report the use of two-photon excited photother-
mal effect as a contrast mechanism to image heme proteins
with high sensitivity. Photothermal microscopy,5–9 which re-
lies on the detection of local heating generated by optical
absorption of molecules, may overcome the difficulty of the
poor sensitivity of direct absorption measurements. Photo-
thermal microscopy is an emerging technique to detect ab-
sorbing microscopic objects, and is particularly suitable for
imaging metal particles.7–9 Ultrafast spectroscopy experi-
ments have shown that heme proteins have extremely fast
internal conversion rates upon photoexcitation and associ-
ated ultrashort excited state lifetime 50 fs of Soret
band.3,4 Therefore, the accompanied high conversion effi-
ciency close to 100% from optical absorption to heat dis-
sipation suggests that the photothermal effect could be an
ideal contrast mechanism.
In all reported photothermal imaging schemes, one-
photon linear absorption of the laser beam is used to induce
local heating, which is then read out by a second probe
beam. In contrast, we use two-photon nonlinear excitation by
a near infrared NIR ultrafast laser as the heating source for
heme proteins. This excitation scheme offers a number of
different useful features. First, two photon absorption con-
fines the absorption to the exact focal region instead of along
the entire beam path, as a consequence of the nonlinear in-
tensity dependence. Therefore, as shown in the inset of Fig.
1, compared to the conventional case using one-photon
excitation,10 the resulting two-photon excited thermal gradi-
ent is less “dilute” and much more concentrated along the
z-axis, which would enhance the readout signal generated by
the probe beam. Second, compared to one-photon visible ex-
citation, NIR light has much deeper penetration depth in
scattering tissue and causes much less damage on biological
samples.10 Third, the intense Soret band 415 nm of heme
proteins has recently been shown to exhibit a large and spe-
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FIG. 1. Color Principle of two-photon excited photothermal lens micros-
copy. a Experimental apparatus. The incident ultrafast excitation 200 fs
at 830 nm and continuous wave probe beams at 785 nm are spatially over-
lapped and focused onto the sample. A modulator switches the intensity of
the excitation beam on-and-off at 100 kHz. While the collinear excitation
and probe beams are raster scanned across the sample, the spectrally filtered
probe beam is collected by the condenser-lens pair, descanned onto an iris
diaphragm with adjustable position and aperture, and is refocused onto a
large-area photodiode, and demodulated by a lock-in amplifier to create the
image contrast. The inset shows that the thermal gradient in red generated
by two-photon excitation is spatially more concentrated than that by one-
photon excitation, especially along z-axis. b Principle of high-frequency
modulation. As the intensity of the excitation beam is modulated on-and-off
in time, the probe beam intensity on the detector is also modulated at the
same frequency, when the iris diaphragm only passes the central portion of
the probe beam.
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cific two-photon absorption cross section near 830 nm.11
These desirable features of two-photon excited photothermal
detection enable imaging heme proteins in living cells and in
highly scattering tissues with superb sensitivity.
The schematic of laser scanning microscope is depicted
in Fig. 1. A near IR laser beam at 830 nm with repetition rate
of 76 MHz pulse train 200 fs pulse width serves as the
excitation beam, while a stable continuous wave light at
785 nm serves as the probe beam.12 After collinearly combi-
nation by a dichroic mirror, these two beams are focused
coaxially into the specimen by a microscope objective. The
forward propagating beam is collected by a condenser.
The probe beam is collected by the condenser-lens pair, spec-
trally cleaned by a filter, and focused onto a large-area
Si photodiode.
A thermal lens detection scheme, which is among the
most sensitive methods of the family of photothermal spec-
troscopy approaches,5,6 is adopted in our method to enhance
the sensitivity of probe beam. We wish to detect the refrac-
tive index gradient generated by the excitation beam. To do
so, an iris diaphragm with an adjustable aperture size and
position is installed in front of the detector. Only the central
portion of the probe beam instead of the entire beam is al-
lowed to pass through the iris to hit the detector. The final











where Iex and Ipr are the intensity of the excitation beam and
probe beam, respectively, 2−p is the two-photon absorption
cross section, c is the sample concentration, H is the yield
of heat dissipation, pr is the wavelength of the probe beam,
 is the thermal conductivity, and dn /dTP is the refractive
index temperature coefficient at constant pressure.
To significantly reduce the detection noise, we imple-
ment a high-frequency 50 kHz phase-sensitive detection
scheme. In so doing, the probe laser intensity fluctuation,
which primarily occurs at low frequency dc to 10 kHz, can
be circumvented, as has been previously applied in other
spectroscopic and microscopic techniques.13,14 In the scheme
shown in Fig. 1, the intensity of the excitation beam is modu-
lated by an acoustic-optical modulator, creating a modulation
of the photothermal signal at the same frequency. Such an
induced modulation signal can then be sensitively extracted
by a lock-in amplifier referenced to this modulation fre-
quency. In this way, the photothermal signal is detected
against a vanishing laser noise, offering superb sensitivity.
To verify the image contrast is indeed the result of the
two-photon photothermal effect, we probe the photothermal
signal of 100 M hemoglobin solution under different pump
and probe laser power Figs. 2a and 2b. As is expected,
the overall signal scales quadratically with the pump power
and linearly with the probe power. We then demonstrate im-
aging individual red blood cells to optimize a few micro-
scopic parameters. When the iris diaphragm is fully open to
collect all the intensity of the forward propagating probe
beam, the photothermal image, shown in Fig. 2d, is essen-
tially blank. However, when the iris is partially closed to
block the peripheral portion of the probe beam, the corre-
sponding image, shown in Fig. 2d, clearly reveals indi-
vidual red blood cells. The signal has a sensitive dependence
on the collection aperture size shown in Fig. 2c, which is
a manifestation of the underlying thermal lens effect.
Modulation frequency of the phase sensitive detection is
another crucial parameter in photothermal microscopy. As
shown in Fig. 2e, the absolute signal size increases as the
modulation frequency is reduced because it takes time for the
thermal gradient to buildup due to finite thermal conductiv-
ity. However, the laser noise of the probe beam also starts to
increase for the slower modulation frequency. In addition,
pixel dwell time has to be significantly longer than the
modulation period to be able to demodulate reliably for each
pixel. Therefore, based on the balancing between the signal
size, the noise level, and the imaging speed, we choose
100 kHz modulation frequency as the optimum for scan-
ning microscopy.
FIG. 2. Color online Characterization and optimization of imaging parameters. a Dependence of photothermal signal on the pump laser power in 100 M
hemoglobin solution. b Dependence of photothermal signal on the probe laser power. c Dependence of photothermal signal and the detected probe intensity
Id / I on the ratio r of the iris radius Rpin and the probe beam radius Rbeam. d Photothermal image of individual red blood cells with r=1 and r=0.5.
e Dependence of photothermal signal and signal-to-noise ratio on the modulation frequency from 50 kHz to 1 MHz. To maintain high signal, low noise and
reasonably fast imaging speed, the modulator is set at 100 kHz for all of the following images.
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We then demonstrate the application of this microscopy
in live cell imaging. Mitochondria contain membrane-bound
cytochromes which have important roles in electron transport
and controlling of apoptosis. Cytochromes are small protein
molecules 12 kD and are difficult to label without affect-
ing their normal physiology. They contain heme group as
their key structural components, and therefore can be imaged
in this label-free manner. As shown in Figs. 3a and 3b,
the asymmetric cellular distributions of organelles containing
cytochromes can be clearly resolved. This technique could
allow study of fusion-fission mitochondrial dynamics in live
cells in a label-free manner.15
Finally, we demonstrate label-free imaging of microvas-
cular network based on endogenous contrast from hemoglo-
bin. Structure and hemodynamics of blood vessels play a
major role in many biomedical processes such as angiogen-
esis in tumors.1 However, established techniques such as
magnetic resonance imaging, computed tomography, posi-
tron emission tomography, ultrasound, and more recently,
photoacoustic tomography,16 confocal, two-photon
microscopy,17 and fluorescence microendoscopy18 either lack
the spatial resolution needed to resolve individual red blood
cells, or require exogenous contrast agents.1 Figure 3c
shows the image of vascular network from a mouse ear. The
capillaries are seen to wrap around the sebaceous glands
shown in the transmission image Fig. 3d. Furthermore,
we can also perform imaging on a whole organism level.
Zebrafish, whose larvae are relatively transparent in early
development, provides an ideal vertebrate model for cancer
progression and angiogenesis and is readily amenable to ge-
netic and pharmacological screening.19 Figure 3e shows a
3D reconstruction of the blood vessel of a larval zebrafish
gill. In contrast with transmission image shown in Fig. 3f,
two-photon photothermal contrast allows deep penetration in
scattering tissue.
From the perspective of instrumentation, this micros-
copy can be readily configured from a standard two-photon
fluorescence microscope which is already equipped with the
two-photon excitation source. The only additional elements
required are a cw probe laser and a modulator/demodulator.
We note that other femtosecond pump-probe techniques have
recently been employed to image hemoglobin by using two
synchronized femtosecond lasers,20 which is however tech-
nically complex and more expensive.
To summarize, two-photon excited photothermal lens
microscopy enables label-free high-resolution imaging of
heme protein in live cells, tissues, and organisms with intrin-
sic 3D optical sectioning and high sensitivity. The technique
opens up further possibilities of functional imaging of heme
proteins such as the oxygenation level of hemoglobin and
redox state dynamics of cytochromes both in cellular and in
tissue/organism levels.
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FIG. 3. Color Applications of two-photon excited photothermal lens mi-
croscopy in heme protein imaging. a Imaging distribution of cytochromes
in live HEK-293 cells red hot, overlapped with a transmission image of the
probe beam gray. b In a reduced volume scan of the indicated area in a,
individual mitochondria can be clearly resolved in this label-free manner. c
Imaging the microvascular network in mouse ear tissue based on hemoglo-
bin contrast. The image shows the blood vessel network surrounding seba-
ceous glands. Individual blood cells are shown to be lined up within a single
capillary 5 m in diameter. d Transmission image by the cw probe
beam of the same tissue region as in c. e 3D reconstruction of blood
vessel network in zebrafish gill. f Transmission image of zebrafish gill by
the cw probe beam. In all two-photon excited photothermal imaging experi-
ments, the power of 200 fs 830 nm excitation beam and 785 nm cw probe
beam are kept to be 10 and 20 mW, respectively, at the focus of the
objective, with laser modulation frequency at 100 kHz and pixel dwell time
200 s.
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